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In this letter, we demonstrate the use of very high performance, ultrahigh impedance, electric 
potential probes in the detection of electrical activity in the brain. We show that these sensors, 
requiring no electrical or physical contact with the body, can be used to monitor the human 
electroencephalogram (EEG) revealing, as examples, the a and /3 rhythms and the a blocking 
phenomenon. We suggest that the advantages offered by these sensors compared with the currently 
used contact (Ag/AgCl) electrodes may act to stimulate new developments in multichannel EEG 
monitoring and in real-time electrical imaging of the brain. © 2002 American Institute of Physics. 
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Electrical activity in the human brain was hrst reported 
in 1929 by Hans Berger* who recorded the electrical poten¬ 
tial variations from the scalp and introduced the term elec¬ 
troencephalogram (EEG) to describe the graphical time do¬ 
main signal resulting from these changes in electrical 
potential. Since Berger’s seminal work, great advances have 
been made in the amplihcation, electronic processing, and 
real-time display of EEG signals. These advances, aided by 
the recent introduction of computer-based techniques for sig¬ 
nal recognition and manipulation, have led to the EEG be¬ 
coming an invaluable tool in the diagnosis of many neuro¬ 
logical illnesses.^ Despite these advances in signal quality, 
the practical convenience of collecting EEGs is still limited 
by the traditional sensor techniques used to detect brain elec¬ 
trical activity. In special cases, this activity has been re¬ 
corded by means of electrodes in contact with the surface of 
the exposed brain (i.e., with a portion of the skull bone re¬ 
moved and by using depth electrodes where subcutaneous 
needles are inserted into the exposed brain tissue). However, 
for conventional clinical analysis, the EEG is recorded using 
electrodes that are in real charge current contact with the 
scalp tissue. In practice, this is provided by an Ag/AgCl elec¬ 
trode used in conjunction with an electrolytic paste. These 
act together to form an electrical transducer to convert the 
ionic current flow in the skin into an electron flow which can 
then be detected by an electronic amplifier.^ In this, the elec¬ 
trolyte performs the dual role of a conducting paste and a 
glue to anchor the electrode to the scalp. In preparation, the 
scalp has to be cleaned which usually involves the shaving of 
hair and abrasion of the skin—a process that is both uncom¬ 
fortable to the subject and which also has a tendency to lead 
to unreliable electrical contact. 

In the past these problems have been circumvented, at 
least at the research level, by the use of superconducting 
quantum interference device (SQUID) magnetometers"* to 
detect the magnetic rather than the electric component of the 
fields generated by the flow of currents in the brain. While 
SQUID magnetometers can have quite sufficient sensitivity 
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to follow these magnetic signals (magnetoencephalograms— 
MEGs)—and remotely, off head—they carry with them cer¬ 
tain drawbacks. The most obvious is cryogenic operation. 
However, there is also the general requirement for magneti¬ 
cally shielded environments, always a very expensive con¬ 
sideration. In addition, the need to run in feedback lock due 
to the inherent piece-wise linear response of SQUIDs, and 
the difficulty of summing signals electronically from two or 
more SQUID systems, are also factors which must be con¬ 
sidered. These problems can be avoided, while remote opera¬ 
tion is maintained, if we make use of the recently developed 
room temperature, ultrahigh input impedance, electric poten¬ 
tial sensor for EEG^ rather than MEG detection. 

This sensor operates using electric displacement, rather 
than real charge, current. It therefore does not require real 
electrical contact to the signal source (e.g., the human body) 
in order to function. This overcomes the disadvantages of 
conventional Ag/AgCl electrodes while still maintaining suf¬ 
ficient sensitivity (70 nV/^Hz at 1 Hz noise floor)® to detect 
body electrical signals off body. This development clearly 
can be very advantageous in detecting the electrical activity 
within the brain since, being truly noninvasive, it should be 
possible to operate this sensor without removing scalp hair 
and without any direct electrical contact to the scalp. We 
have previously reported on the use of such low noise, ultra- 
high impedance, electric potential sensors in the detection 
and recording of very high quality electrocardiograms 
(ECGs) with no electrical contact to the body.® Eurthermore, 
using similar techniques, we have been able to record the 
human heartbeat at distance up to 1 m off body with no 
electrical connection between the sensor and the body.® In 
this letter, we demonstrate that we now have the sensitivity 
to detect EEGs through the scalp hair with no electrical con¬ 
tact to the scalp. We also show that it is now possible to 
detect brain electrical activity with an air gap between the 
scalp hair and the sensor. 

A block diagram of our electric potential sensor design is 
shown in Eig. 1. As can be seen, it consists® of a probe 
electrode coupled to an electrometer amplifier whose input 
impedance, off dc, has been enhanced very substantially us- 


0003-6951/2002/81{17)/3284/3/$19.00 3284 © 2002 American Institute of Physics 

Downloaded 12 Oct 2003 to 131.247.167.31. Redistribution subject to AlP license or copyright, see http://ojps.aip.org/aplo/aplcr.jsp 



Appl. Phys. Lett., Vol. 81, No. 17, 21 October 2002 


Harland, Clark, and Prance 


3285 



FIG. 1. Block diagram of a typical EEG electric potential sensor in remote 
off-body mode showing the probe electrode (disk of diameter 1 to 2 cm), 
feedback, guard, and input bias circuits of the electrometer amplifier. 



ing feedback techniques. For the work described in this let¬ 
ter, a generic electric potential sensor has been designed for 
use with an air gap between the source and the probe elec¬ 
trode. We refer to this air gap embodiment as the remote 
off-body mode. We can modify this design very easily so that 
the electrode probe is in mechanical, but not electrical, con¬ 
tact with the source. This allows for stronger coupling and, in 
some cases, the advantage of mechanical stability. We term 
this the contact mode. In this mode, the EEG probe electrode 
is a disk with a typical diameter in the range 1 to 2 cm. In the 
block diagram of Eig. I, the electric potential sensor is 
shown in the remote off-body mode of operation with no 
electrical or physical contact to the head. However, for the 
results presented in this letter, we have used both the contact 
and remote modes of operation. In practice, we have tended 
to locate our sensors, usually used differentially in pairs, in a 
specially designed helmet. 

An illustration of the application of the electric potential 
probes to the detection of electrical activity from the brain is 
shown in Eig. 2. Here, we provide an example of an EEG 
differentially recorded from the posterior of the head in the 
region of the occipital lobe (P3 and 01 positions according 
to the International 10-20 system of EEG electrode 
placement)^ using two sensors with 25 mm diameter probe 
electrodes in contact with the scalp hair. In Eig. 2(a) we show 
the alpha rhythm signal which is present in the occipital 
region of the brain when the subject’s eyes are closed. When 
the eyes are open the alpha rhythm disappears, replaced by 
the beta rhythm. We note that no special preparation was 
made to the scalp, the signals simply being collected through 
the scalp hair. Erequency domain plots generated from the 
EEG are shown in Eig. 2(b) with eyes closed and eyes open 
time periods displayed. The prominent peak at approximately 
9 Hz in the eyes closed period is due to the alpha rhythm. It 
is well known that the alpha rhythm (8-14 Hz) is most 
prominent when the subject is at rest with the eyes closed. 
However, when the eyes are opened, this rhythm usually 
disappears, being replaced by beta rhythms (14-35 Hz)—a 
phenomenon called alpha blocking.^ This was originally ob¬ 
served by Berger.* The observation of this alpha blocking 
phenomenon is used here as evidence that a high-quality 
EEG is in fact being monitored. 

The high quality of the signals detected using this 
simple, noncontact technique is further illustrated in Eig. 3. 
Thus, in Eig. 3(a) we present another time domain set of 

EEG data, similar to that shown in Eig. 2, but for a longer 
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EIG. 2. EEG data collected through hair from the posterior of the head using 
two sensors differentially (P3 and 01 positions), (a) Time domain signal 
showing the alpha rhythm (eyes closed) changing to the beta rhythm (eyes 
open), (b) Power spectra in the frequency domain for alpha and beta 
rhythms. 

period showing successive eyes closed/open states, the 
change of state being denoted, as in Eig. 2, by event markers. 
These data were collected through the scalp hair from the 
posterior of the head and again demonstrate the phenomenon 
of alpha blocking. More information can be obtained if a 
form of frequency domain plot is made. In Eig. 3(b), we 
show the data of Eig. 3(a) presented as a joint time- 
frequency (JTE) display.® In this JTE plot, it is quite apparent 
that in the eyes closed period, the EEG is dominated by an 
alpha rhythm at around 9 Hz which disappears when the eyes 
are opened. 

In previous work,^’® we described the way in which elec¬ 
tric potential sensors could be used to measure the EGG off 
body with an air gap between the sensor probe and the chest. 
Eor the case of EEGs, it is well known that electrical activity 
occurs at various depths within the brain. It is also known 
that in the standard technique for EEG acquisition, involving 
the use of pasted electrodes on the surface of the scalp, the 
sources of this activity generate spatially complex field dis¬ 
tributions which are averaged and distorted by the measure¬ 
ment process. As with ECGs, this distortion is due to the 
electrical loading of the body source by the currently used 
(relatively low input impedance) sensors. This distortion can 
be eliminated by the use of ultrahigh input impedance elec¬ 
tric potential sensors so as to acquire accurate electric poten- 
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FIG. 3. Through hair P3-01 differential EEG data (as for Fig. 2) showing 
the alpha blocking phenomenon, (a) Time domain, eyes closed/open, EEG 
signals showing clear changes in amplitude between these two eye states, 
(b) JTF plot for the same data where the black regions correspond to peaks 
in alpha activity at around 9 Hz. 


tial information off head (i.e., with an air gap between the 
scalp and the sensor). Provided a technique is available to 
measure this potential at varying distances and orientations 
from the head, it should therefore be possible to reconstruct 
the source(s) of this activity by solving the inverse problem. 
That the electric sensor capability now exists to start such a 
program of development is demonstrated by the data pre¬ 
sented in Fig. 4. Here, we show a time domain EEG col¬ 
lected from two sensor probes positioned (P3-01) with a 3 
mm air gap between the scalp hair and the sensors, i.e., with 
no mechanical or electrical contact to the head. Again, the 
alpha rhythm is blocked [Pig. 4(a)] when the eyes are open. 
This is very clearly shown in the frequency domain fast Pou- 
rier transform plots of Pig. 4(b) where the alpha rhythm peak 
dominates the broad spectrum of the beta rhythm. 

Prom the data presented in this letter, it would appear 
that the technical means are now available to create conve¬ 
nient, noncontact arrays of sensors for EEG monitoring and 
imaging of the electrical activity of the brain. As indicated by 
the results shown in Pig. 4, in principle, it should also prove 
possible to acquire electric potential information spatially 
distributed at various distances off head, the first step in solv¬ 
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FIG. 4. Differential, two sensor (P3-01), EEG data with a 3 mm air gap 
between the scalp hair and the sensor electrodes (no mechanical or electrical 
connection to the head) demonstrating the alpha blocking phenomenon, (a) 
Time domain signal showing clear changes in waveform amplitude between 
these two states, (b) Frequency domain plots showing the power spectra for 
eyes closed/open states. 


ing the inverse problem. Given that there is still much scope 
for improvements in sensitivity, input impedance, and size of 
electric potential sensors, we anticipate rapid development 
and exploitation of these devices in the field of brain re¬ 
search and diagnostics in the near future. 
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